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This form is to be used to suggest substantial changes to the CMAS standards.  Minor alterations (clarification 
of wording, typing errors etc.) may be raised through the external audit process, using the Audit Feedback 
Form.  Alternatively they can be sent be sent by email directly to the Chair of the Standards and Audit 
Committee. 
 
A substantial change may involve the alteration of the existing requirements of the CMAS standards, the 
removal of a clause or the addition of new requirements. 
 
All substantial changes will be approved following Standards Amendment Procedures culminating in a ballot of 
the CMAS members at the AGM each year.  The deadline for the receipt of this form will therefore be 
December 31st preceding the AGM. 
 

Area of the standards concerned (specific standard/clause) 
EMG Synchronisation: RF 2. Equipment 

 

Amendment requested (short summary statement) 
 
Currently the standards in questions are: 

 

 7 System checks undertaken each day the system is used should verify the 

orientation and synchronisation of the 3D system with any other measurement 

systems e.g. force plates.  A pole test, or equivalent, could be used for this (see 

reference list). 

 

Recommended 17 Testing should be performed to measure any time delay between the EMG signal 

capture and other measurement systems where synchronisation may not be 

precise.  

 

Suggested change: 

 

 7 System checks undertaken each day the system is used should verify the 

orientation and synchronisation of the 3D system with force plates and video 

cameras (when using synchronised video) e.g. using a pole test (see reference 

list). 

 

Leave 17. as is. 
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Justification (including reference to key evidence where relevant) 
 
Clarification received from CMAS member on whether one standard being Mandatory 
and the other being Recommended contradictory regarding EMG synchronisation. 
 
The EMG recommendation standard was added later, the committee believes that EMG 
was not intended to be tested within the 3D motion capture section of the standard, 
therefore this section has been made more explicit. 

Proposed by:- Seconded by:- 

 
Jonathan Noble 
 
 
Name and Membership Number: 142 

 
Matt Thornton 
 
 
Name and Membership Number: 68 

 


